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Objective: The objective was to compare Cobb angle measurements performed using an 
Oxford Cobbmeter and digital computer software (Surgimap) in a series of 83 adolescent 
idiopathic scoliosis (AIS) patients.
Methods: Two independent observers measured the Cobb angles for 123 curves on 83 con-
secutive long radiographs of patients with AIS using both Oxford Cobbmeter and digital 
computer software (Surgimap). The measurements were repeated a week. Curves were clas-
sified according to the severity into mild, moderate, and severe. The results were statistical-
ly analyzed for intraobserver and interobserver reliability
Results: The mean Cobb angle was 48.12° ± 19.75° (range, 10.54°–110.76°). Globally the 
results of curve measurements were comparable between and within both observers using 
both methods, with small mean differences. According to intraclass correlation coefficient, 
there was high inter- and intraobserver high agreement for both methods. All readings were 
> 0.9. There was a good interobserver (κ = 0.745, 0.693) and a very good interobserver 
agreement (κ = 0.810, 0.804) for both methods for curve classification. However, poor 
agreement was observed as regards to the measurement time, being less with Oxford Cob-
bometer.
Conclusion: The results of this study indicate that the Surgimap digital computer software 
measurement is an equivalent measuring tool to the Oxford Cobbmeter in Cobb angle mea-
surement. Both have high intra and interobserver agreement for measurement and for curve 
classification, with small measurement differences. Oxford Cobbmeter is advantageous in 
being quicker, and therefore it is the method of choice for manual measurement, where 
PACS (patient archiving and communication system) or digital system is not available.

Keywords: Adolescent idiopathic scoliosis, Cobb angle, Oxford Cobbometer, Software, Sur-
gimap

INTRODUCTION

Adolescent idiopathic scoliosis (AIS) is a 3-dimensional de-
formity of the spine, which is characterized by the lateral curva-
ture of the spine and vertebral rotation.1

Currently, Cobb angle measurement is the standard method 

to quantify spinal curvature.2 The Cobb angle measures only 
the amount of the most tilted vertebrae on an anteriorposterior 
radiographs in the coronal plane and is not an objective mea-
surement of all 3-dimensional aspects of the spinal deformity. 
However, this determination is important in decision-making 
regarding progression, and orthotic options, as well as the sur-
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gical interventions and the evaluation of treatment outcomes.3-5 
Thus, satisfactory reliability and reproducibility measuring pro-
cedures to facilitate comparison within and between studies are 
crucial.6

Different methods are available to measure the Cobb angle in 
scoliosis. The most traditional and widely used is the protrac-
tor.7 The Oxford Cobbometer (Oxford Orthopedic Engineering 
Centre, Oxford, UK) was first described in 1979 as a device to 
measure Cobb angles quickly and without construction lines.8 
Computer-aided methods including Patient Archiving and Com-
munication System (PACS) are available in many centers over 
the world, and it facilitates Cobb angle measurement. The re-
cent generations of mobile ‘smart phones’ with integrated clini-
cal applications became popular in orthopedic clinics for scoli-
osis measurements.9-11

Traditionally, a change of 5 degrees has been accepted as the 
value needed to be certain that the curve has progressed.9

Several studies have focused on the intra- and interrater reli-
ability of the Cobb angle measurement, with estimates from 2.8° 
to 10° using a 95% confidence interval (CI).7,9,11,12

Since some surgeons especially in the developing countries 
are still using manual measurements because of preference or 
the unavailability of PACS, the newer digital advancements to 
determine the Cobb angle must establish themselves as at least 
equivalent to the manual procedure as regards to the validity 
and reliability.

The purpose of the current study was to compare Oxford Cob-
bometer and computer software in Cobb angle measurement in 
AIS. To the best of our knowledge, this is the first study to com-
pare both methods.

MATERIALS AND METHODS

1. Patients
After an appropriate Institutional Review Board approval of 

Alexandria University (IRB No. 131-15) was obtained, consecu-
tive patients with AIS attending our clinic between January 
2017 and May 2018 were included in this study. An informed 
consent was obtained from every patient. Ethics approval of 
this study was received. Selection criteria required that patients 
were 10 years or more, Cobb angle of at least 10 degrees, and 
had no other neuromuscular or skeletal disorders or previous 
spine surgery.

2. Radiographic Measurement
Two independent observers (one experienced spinal ortho-

pedic senior consultant and one spinal fellow experienced in 
spinal deformities) measured the Cobb angles in standing whole 
spine posteroanterior radiograph. Images area ranged from oc-
ciput to the hip joints. Damaged or unclear images were excluded.

To assess inter and intraobserver variability associated with 
the 2 measurement techniques, the 2 observers performed a 
second set of measurements a week after their first set of mea-
surements using the same radiographs to reduce the effect of 
memory.

Measurements using the 2 techniques were recorded on sep-
arate datasheets. The first observer was blinded to his prior mea-
surements and to the second observer.

During measurements, the observers recorded the upper and 
lower end vertebrae selected for each curve. The end vertebrae 
were defined as the most tilted vertebra (that which subtended 
the greatest Cobb angle) at the cephalad and caudal ends of a 
curve. The end vertebrae were preselected by the senior author 
to reduce the component of variability.

To estimate the relative measurement time for the 2 techni-
ques, the observers recorded the time they took to perform each 
radiograph.

In addition, curves were classified according to the severity 
into mild (< 30°), moderate (30°–60°), and severe (> 60°).

3. Oxford Cobbometer
The Oxford Cobbometer is composed of 3 parts: a clear Per-

spex backplate, a circular protractor calibrated from 0 to 180 in 

Fig. 1. Oxford Cobbometer.9
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Table 1. Distribution of the studied curves according to the 
severity (°) (n = 123)

Whole curve Observer 1 Observer 2

Surgimap

   Mild ( < 30°) 20 (16.3) 20 (16.3)

   Moderate (30°–60°) 76 (61.8) 77 (62.6)

   Severe ( > 60°) 27 (22.0) 26 (21.1)

Oxford Cobbmeter

   Mild ( < 30°) 22 (17.9) 25 (20.3)

   Moderate (30°– 60°) 77 (62.6) 72 (58.5)

   Severe ( > 60°) 24 (19.5) 26 (21.1)

Values are presented as number (%).

Table 2. Cobb angle measurements by Oxford Cobbometer and Surgimap by the 2 observers (deg) (n = 123)

Whole curve
Observer 1 Observer 2

Reading 1 Reading 2 Reading 1 Reading 2

Surgimap

   Median (range) 49.0 (10.12–121.0) 47.53 (13.0–117.17) 48.10 (10.60–103.40) 45.30 (10.80–100.50)

   Mean ± SD 48.70 ± 20.12 48.60 ± 20.16 49.33 ± 19.92 47.77 ± 20.18

   Mean difference 0.10 ± 3.12 1.56 ± 6.20

   t (p-value) 0.348 (0.728) 2.795* (0.006*)

Oxford Cobbmeter 

   Median (range) 46.0 (10.0–112.0) 46.0 (10.0–110.0) 48.0 (8.0–110.0) 46.0 (10.0–112.0)

   Mean ± SD 47.85 ± 20.65 47.60 ± 20.15 47.67 ± 20.52 47.46 ± 19.86

   Mean difference 0.24 ± 3.35 0.20 ± 5.34

   t (p-value) 0.806 (0.422) 0.422 (0.674)

SD, standard deviation. 
t (p-value): paired t-test (p-value for comparing between reading 1 and reading 2).
*p < 0.05, statistically significant difference.

both directions, and a pendulum. The components are connect-
ed with a central spindle and encased in a clear protective cover. 
The components are connected with a central spindle and en-
cased in a clear protective cover.12

In this technique, radiographs were assessed on a vertical view-
ing screen. The upper edge of the Oxford Cobbmeter was ap-
plied to the upper endplate of the most tilted upper vertebra 
and was rotated to zero. After that, the Cobbometer was applied 
to the lower end plate of the most tilted lower vertebra and the 
angle measured is the Cobb angle.9 If one or both endplates 
were not visible, the upper and lower borders of both pedicles 
of the upper end and lower end vertebrae respectively (pedicle 
method)13 were used to make the same lines for measurement 
of the Cobb angle (Fig. 1).

4. Computer-Aided Cobb Angle Measurement
Surgimap Spine software (Nemaris, New York, USA) tech-

nique to measure Cobb angle is one of the most popular digital 
methods used to measure Cobb angle. Its reliable and repro-
ducible measurements are critical for clinical studies.14 For the 
specific software technique, all images were stored in the desig-
nated computer. The radiographs were all blinded, numbered, 
and viewed on the same Surgimap Spine software. Lines were 
drawn through the endplates of the upper and lower end verte-
brae of the curve. Pedicle method was used if the endplates were 
not clear. The program measured the Cobb angle automatically.

5. Statistical Analysis
Data were fed to the computer and analyzed using IBM SPSS 

Statistics ver. 20.0 (IBM Co., Armonk, NY, USA). Qualitative 
data were described using number and percent. The Kolmogo-
rov-Smirnov test was used to verify the normality of distribu-
tion. Quantitative data were described using range (minimum 
and maximum), mean, standard deviation and median. The 
significance of the obtained results was judged at the 5% level. 
Paired t-test was used for normally distributed quantitative vari-
ables, to compare. Bland-Altman test was used for agreement 
using Bland-Altman plot and 1-sample t-test. In addition, kap-
pa (κ) test and intraclass correlation coefficient (ICC) were 
used for the agreement between observers. Following the rec-
ommendations by Landis and Koch for Kappa (0–0.20, poor 
agreement; 0.20–0.40, fair agreement; 0.40–0.60, moderate agree-
ment; 0.60–0.80, good agreement; and 0.80–1, very good agree-
ment).15 The ICC was classified using a system suggested by 
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McGraw and Wong as follows: less than 0.75 poor agreement; 
0.75 to less than 0.90 moderate agreement; 0.90 or greater high 
agreement.16 Summary statistics from analysis of variance cal-
culations were used to provide 95% prediction limits for the er-
ror in measurements. A p-value less than 0.05 was considered 
statistically significant.

RESULTS

1. Demographic Data
The material of this study included a total of 83 consecutive 

long radiographs of cases of AIS, and was evaluated on 2 sepa-
rate occasions by 2 independent observers (664 data points). 
Sixty-five were females (78.3%) and 18 were males (21.7%), with 
a mean age of 15.33± 4.37 years (range, 10–35 years). The total 
number of curves was 123 curves (83 main thoracic and 40 lum-
bar). According to curves severity, moderate curves were the 
most frequent according to the measurements of both observes 
(Table 1). The mean Cobb angle was 48.12°±19.75° (range, 10.54°–
110.76°).

Table 3. Results of measurement variability by Oxford Cob-
bometer and Surgimap by the 2 observers showing high 
agreement for all readings (°) (n = 123)

Whole curves
Observer 1 Observer 2

ICC 95% CI ICC 95% CI

Surgimap 0.998 0.983–0.992 0.952 0.932–0.966

Oxford Cobbmeter 0.986 0.981–0.991 0.965 0.950–0.975

ICC, intraclass correlation coefficient for A proximal curve; 95% CI, 
confidence interval.
The ICCs were classified using a system suggested by McGraw and 
Wong as follows: (1) Less than 0.75 = poor agreement, (2) 0.75 to less 
than 0.90 = moderate agreement, and (3) 0.90 or greater = high agree-
ment.

Fig. 2. The mean relative intraobserver and interobserver dif-
ferences of Cobb angle measurement (°).
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Table 4. (A-D) Inter- and intraobserver curve classification 
agreement

(A) Observer 1: interobserver agreement for both methods

Surgimap
Oxford Cobbmeter

Mild  
(n = 22) 

Moderate 
(n = 77) 

Severe 
(n = 24) 

Mild ( < 30°) 16 (72.7) 4 (5.2) 0 (0)

Moderate (30°–60°) 6 (27.3) 68 (88.3) 2 (8.3)

Severe ( > 60°) 0 (0) 5 (6.5) 22 (91.7)

κ (p-value) 0.745* ( < 0.001*) Good agreement

(B) Observer 2: interobserver agreement for both methods

Surgimap
Oxford Cobbmeter

Mild  
(n = 25) 

Moderate 
(n = 72) 

Severe 
(n = 26) 

Mild ( < 30°) 16 (64.0) 4 (5.6) 0 (0.0)

Moderate (30°–60°) 9 (36.0) 64 (88.9) 4 (15.4)

Severe ( > 60°) 0 (0.0) 4 (5.6) 22 (84.6)

κ (p-value) 0.693* ( < 0.001*) Good agreement

(C) Interobserver agreement for Oxford Cobbmeter method

Observer 2
Observer 1

Mild  
(n = 22) 

Moderate 
(n = 77) 

Severe  
(n = 24) 

Mild ( < 30°) 19 (86.4) 6 (7.8) 0 (0)

Moderate (30°–60°) 3 (13.6) 68 (88.3) 1 (4.2)

Severe ( > 60°) 0 (0) 3 (3.9) 23 (95.8)

κ (p-value) 0.810* ( < 0.001*) very good agreement

(D) Interobserver agreement for Surgimap method

Observer 2
Observer 1

Mild  
(n = 20) 

Moderate 
(n = 76) 

Severe 
(n = 27) 

Mild ( < 30°) 17 (85.0) 3 (3.9) 0 (0)

Moderate (30°–60°) 3 (15.0) 70 (92.1) 4 (14.8)

Severe ( > 60°) 0 (0) 3 (3.9) 23 (85.2)

κ (p-value) 0.804* ( < 0.001*) very good agreement

κ, kappa test. Value of κ: < 0.20, poor; 0.21–0.40, fair; 0.41–0.60, mod-
erate; 0.61–0.80, good; 0.81–1.00, very good.
*p ≤ 0.05, statistically significant difference.

2. Overall Results of Curve Measurement
Globally the results of curve measurements using Oxford Cob-

bometer were comparable between and within both observers, 
with very small differences between readings. No statistical sig-
nificance could be found. With Surgimap, also a small mean 
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difference was found with observer 1 without a statistical sig-
nificance. However, a statistical significance was noticed with 
observer 2 for both readings with Surgimap (p= 0.006). Yet, the 
mean difference was small (1.56± 6.20) (Table 2).

3. Intraobserver Variability
According to ICC, there was high agreement for both Oxford 

Cobbmeter and Surgimap. All readings were > 0.9 (Table 3).
The mean intraobserver difference for the Oxford Cobbme-

ter was 0.24°± 3.35° for the observer 1 and 0.20°± 5.34° observ-
er 2. As regards to the Surgimap, the mean intraobserver differ-
ence for observer 1and 2 were 0.10°± 3.12° and 1.56°± 6.20° re-
spectively (Fig. 2).

4. Interobserver Variability
There was also high agreement for both Oxford Cobbometer 

and Surgimap. All readings were > 0.9 (Table 3). The mean dif-
ference between Surgimap and Oxford Cobbometer was 0.93°±  
6.32° for observer 1 and 0.99°± 6.57° for observer 2 (Fig. 2).

5. Curve Classification Agreement
There was a good interobserver agreement for both methods 

for observers 1 and 2 (κ= 0.745, 0.693, respectively). Moreover, 
there was a very good interobserver agreement for Oxford Cob-
bometer (κ = 0.810) as well as Surgimap (κ = 0.804) methods 
(Table 4).

6. Measurement Time
We have used Bland-Altman test to analyze the time required 

by both observers to do measurements in each radiograph us-
ing both techniques (Fig. 3, Table 5).

For observer 1, the mean time difference was statistically sig-

Table 5. Time of measurement for both methods (n = 83)

Time (sec)
Observer 1 Observer 2

Surgimap Oxford Cobbmeter Surgimap Oxford Cobbmeter

Median (range) 36.70 (11.0–142.0) 29.0 (9.0–82.0) 26.90 (9.73–100) 30.0 (12.0–98.0)

Mean ± SD 43.91 ± 25.46 29.73 ± 13.28 32.68 ± 18.53 32.36 ± 14.70

   t (p-value) 5.631* ( < 0.001*) 0.154 (0.878)

Mean difference 14.17 ± 22.93 0.32 ± 19.05

   r (p-value) 0.442* ( < 0.001*) 0.361 (0.001*)

ICC (95% CI) 0.362 (0.160–0.535) poor agreement 0.351 (0.148–0.526) poor agreement

SD, standard deviation; t, paired t-test for comparing between the 2 techniques (if significant there is a difference); r, Pearson coefficient; ICC, 
intraclass correlation coefficient for agreement between average of readings; CI, confidence interval.
*p ≤ 0.05, statistically significant difference.

Fig. 3. The measurement time of both observers using Bland-Altman test. SD, standard deviation. *p ≤ 0.05, statistically signifi-
cant difference.
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nificant high (14.17± 22.93 seconds, p< 0.001), being less with 
the Oxford Cobbometer, meaning that he spent more signifi-
cant time in doing measurements using the computer software. 
Again, with observer 2, the time spent using Cobbometer was 
less. However, the mean difference was not statistically signifi-
cant. (0.32± 19.05 seconds, p= 0.878). Overall, poor agreement 
was observed.

Using paired t-test, the mean time taken by both using Sur-
gimap was 38.3± 19.87 seconds (range, 12.67–111.5 seconds), 
versus 31.05± 12.18 seconds (range, 12.50–72.50 seconds) us-
ing Cobbometer, which was statistically significant (p< 0.001).

DISCUSSION

Evaluation of the severity of scoliosis and its progression is 
often obtained from the Cobb angle measurement on standing 
long radiographs. Absolute difference of 5° in consecutive ra-
diographs is typically indicative of curve progression. Therefore, 
accuracy is crucial in the Cobb angle measurement and man-
agement plan. The intraobserver and interobserver reliability 
and reproducibility of the Cobb measurement using different 
tools had been extensively reported.17-20

Sources of measurement variability or errors are multiple and 
include an improper selection of one or both of the end verte-
brae, and incorrect drawing of the lines through endplates or 
pedicles. A potential source of error includes also the level of 
experience of examiners. In addition, the magnitude of the curve 
could be a further potential source of error, being more with 
larger curves.21

We have tried to eliminate the possible intrinsic sources of 
error in our study; we preselected the end vertebrae to avoid 
this error, and both observers were expert in treating spinal de-
formities. However, the 2 examiners were not familiar with one 
of both methods at the beginning, and met before the study to 
ensure that similar techniques were used. Observer 1 was using 
the Surgimap for the first time, and the same was true with the 
second observer for the Cobbometer.

Our results revealed a very satisfactory reliability and repro-
ducibility of both Oxford Cobbometer and Surgimap computer 
software as methods of Cobb angle measurement. The inter- 
and intraobserver measurement agreement using both tools 
was high (according to ICC, all readings were > 0.9) (Table 3). 
Moreover, the mean differences in reading within or between 
observers were small; suggesting that there was small measure-
ment bias between both methods. All of these were much less 
than the 5° difference which is the most widely accepted clini-

cally significant difference in Cobb angle, and the threshold of 
changes that could influence treatment decisions.

Our mean differences are considered less than previously re-
ported in other studies.9,12,14,22 We were unable to explain that 
differences. However, our strategy for preselection of the end 
vertebrae as well as the level of experience of the observers could 
be factors in limiting difference bias.

We believe that the intraobserver variability is as important 
as the interobserver one, and both have important clinical im-
plications. Significant intraobserver differences can lead to mis-
diagnosis of curve progression, thus influencing clinical treat-
ment decisions as Carman et al.19 noted. Moreover, Shaw et al.23 
reported that interobserver variability may be equally impor-
tant in large public spinal clinics where the same clinician does 
not always assess the same patient.

Additionally, our curve classification agreement was also sat-
isfactory. There was a good interobserver agreement for both 
methods (κ= 0.745, 0.693), and a very good interobserver agree-
ment (κ= 0.810, 0.804) methods.

The mean Cobb angle in our study was 48.12°± 19.75° (range, 
10.54°–110.76°) which is considered comparable or higher with 
the previous studies.7,9,12 It should be also noted that we includ-
ed a wide range of curves from the very mild to the most severe 
which represent the spectrum of patients attending specialized 
scoliosis clinics.

Few articles had addressed the Oxford Cobbmeter in Cobb 
angle measurements.9,12 Our previous study revealed satisfactory 
reliability of the Oxford Cobbmeter compared to smartphone.9 
The advantages of the Oxford Cobbometer are that it is a quick 
and easy method. It precludes the use of protractors, wide-di-
ameter markers, and lines on radiographs and so eliminates 
potential sources of intrinsic bias in measurement.12 However, 
it requires a hard film for measurement. Based on our experi-
ence of several years of its use as well as previous studies con-
firming its validity, reliability, and reproducibility, we consider 
Oxford Cobbometer is the method of choice for manual Cobb 
angle measurements.

Several studies have evaluated digital radiology measurement. 
It has several advantages; including rapid comparison between 
radiographs, cheap storage and better visualization of the verte-
bral morphology. Different parts of the spine can be enlarged 
and seen more clearly by changing the contrast and enlargement, 
and the borders of the vertebrae can be enhanced by computer-
ized options. After drawing lines along the endplates of end ver-
tebrae, the software measures the angle automatically, which 
may reduce the intrinsic sources of error. Digital radiograph 
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analysis become more common as the technology becomes in-
creasingly popular and affordable.9,12,14.20,22,24,25

When compared to the traditional method of measurement 
using protractor, Oxford Cobbometer demonstrates lower in-
traobserver variability in the study of Rosenfeldt et al.12 For the 
protractor method, intraobserver variability was 9.01° compared 
to 5.77° using the Cobbometer method.

A further systematic review of Langensiepen et al.22 revealed 
high degrees of reliability for all of the measurement procedures 
including the manual and digital methods, with a slightly better 
tendency of the digital procedures over of manual ones.

Since the concepts of sagittal balance have gained increased 
focus, normal sagittal alignment restoration beside coronal cor-
rection is essential. Therefore, in addition to Cobb angle mea-
surement, spinopelvic parameter including pelvic incidence, 
pelvic tilt, and sacral slope, etc. should be also evaluated.26 We 
think that these parameters are better and easily evaluated by 
digital methods. A previous study by Wu et al.14 using Surgimap 
software supported that.

Although digital radiography may not improve the measure-
ment accuracy,25 it should be noted however that the present 
and future are inevitable with it especially with PACS which be-
comes widely used.

Little attention had been drawn towards the time spending in 
doing measurement. A reasonable timing is an important item 
in measurements, especially in busy public clinics. Our previous 
study revealed a good timing for measurement of 20 radio-
graphs (1.25 minutes in the smartphone group compared to 1.29 
minutes in the Oxford Cobbmeter group).9 Our results of the 
current study revealed significant differences in the measure-
ment time using both techniques between the 2 observers, being 
less with Oxford Cobbometer. The mean time taken for a single 
radiograph measurement by the observer 1 using the Cobbomter 
was 29.73± 13.28 seconds (range, 9–82 seconds), compared to 
43.91± 25.46 seconds (range, 11–142 seconds) using Surgimap. 
The mean time taken for observer 2 was 32.36± 14.7 seconds 
(range, 12–98 seconds) using the Cobbomter, compared to 
32.68± 18.53 seconds (range, 9.73–100 seconds) when Surgimap 
was used. This means that the Cobbometer is quicker tool espe-
cially by the first senior author, and he spent significantly more 
time in the computer measurement. A finding that could be ex-
plained by the fact, that he was using that particular software for 
the first time. It should be noted however that the second ob-
server was not familiar with Cobbometer at the beginning. Our 
previous findings further proved that Oxford Cob bmeter is a sim-
ple, reliable and quick tool with a short learning time.

The strength of the study is that it is to the best of our knowl-
edge, the first report comparing Oxford Cobbmeter with com-
puter digital Cobb angle measurement. The material was rea-
sonable, with a wide range of curve severity. Including curve 
classification and measurement time could be further strength 
points.

The possible limitation in our study is that it included only 2 
observers, and it would be better to expand the examiners to 
include also trainee or younger spine surgeons for more com-
prehensive evaluation.

CONCLUSION

The results of this study indicate that the Surgimap digital 
computer software measurement is an equivalent measuring 
tool to the Oxford Cobbometer in Cobb angle measurement. 
Both have high intra- and interobserver agreement for measure-
ment and for curve classification, with small measurement dif-
ferences. Oxford Cobbometer is advantageous in being quicker, 
and therefore it is the method of choice for manual measure-
ment especially in developing countries where PACS or digital 
system facilities are not available.
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